Guide wire outer coat shearing and embolisation: an unusual complication of pericardiocentesis.
We report a case of shearing of the outer coat of the guide wire and its embolization into the pulmonary artery during pericardiocentesis. This unusual foreign body was successfully removed by pervenous method.